
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Cleaning Instructions 
Machine Washing 
 

Step One: Laundering the PPS Glide mat 
For best results, make sure that both of the patient centering straps are buckled and that the hose 
connection points (Velcro® flaps at the foot end) are closed. 
 

1. Place the mat in the washing machine. 
2. Set the temperature setting to ensure that the water temperature does not exceed 150°F.  

Note: Washing machines vary, so you must determine the water temperature produced by 
your specific washer at each setting. 

3. Allow the washer to begin filling with water. 
4. Add a neutral detergent (or bleach solution no greater than 1:10 bleach to water dilution). 
5. Close the washer lid/door. 
6. Allow the washer to complete its entire wash cycle before removing the mat. 

 
 

 
 
 
 
 
 



 
 
 
 
 
 
 
 
 
 

Cleaning Instructions 
Drying 

 
Step Two: Drying the PPS Glide mat 
There are three ways to dry the PPS Glide mat. Select the method that works best for your facility. 

 
Air Drying 
Remove the mat from the washer and allow it to hang dry for 18 hours before returning to use. 
 
Combination Air Drying and Machine Drying 
Note: The air temperature and drum temperature cannot exceed 120°F. 

1. Remove the mat from the washer and place it into the dryer. 
2. Machine dry the mat for one hour. 
3. Remove the mat from the dryer and allow it to air dry for 12 to 16 hours depending on 

the mat size: 
• 12 hours for 28” mats 
• 16 hours for 46” mats 

 
Machine Drying 
Note: The air temperature and drum temperature cannot exceed 120°F. 

1. Remove the mat from the washer and place it in the dryer. 
2. Machine dry the mat for 4 hours. 
3. Return the mats to service after they have dried completely. 

 
Note: Laundering with chlorine bleach may cause discoloration or fading of the mattress, labels 
and/or protective sheets. 

 


